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Sample ID Pan Tare 
Wt (g)

Pan + Sed 
Wet Wt (g)

AVS Sed 
Wt +boat 

(g)

Dry wt + 
Boat (g) % Dry

Sample 
Wet Wt 

(g)

Sample 
Dry Wt (g) Abs Dilution 

Factor

AVS 
(µmole/g) 
Dry WT 
Basis

AVS 
(µg/g) Dry 
Wt Basis

MDL 
(µg/g) Comments

sigma IDL 
umole (Jan 
2002 LAN)

MDL 
(µmoles/g)

Blank r1 NA NA NA NA NA NA 2.550 0.03761 1 0.0014 0.045 0.44 <MDL 0.03477 0.014

FP4 82024-004 38.0 8.900 3.400 0.19242 6 1.4314 46 0.33 RPD= 0.03477 0.010
FP1A 82024-005 1.0000 3.2596 3.1261 2.0254 21.0 6.700 1.400 0.25526 1 0.8135 26 0.80 55.05% 0.03477 0.025
FP3A 82024-006 1.0000 7.9091 7.5583 4.8462 44.0 6.600 2.900 0.52045 1 0.8698 28 0.38 0.03477 0.012
SP5 82024-007 1.0000 13.2051 12.9346 7.7304 44.0 7.800 3.400 0.38292 1 0.5309 17 0.33 0.03477 0.010
SP6 82024-008 1.0000 6.1449 6.0359 3.8533 38.0 7.100 2.700 0.24081 1 0.3939 13 0.41 0.03477 0.013
RP2 82024-009 1.0000 5.9171 5.5654 3.8648 17.0 9.000 1.500 0.34806 2 2.1641 69 0.74 0.03477 0.023

Mean 33.7 7.683 2.550
QA

Sample ID
Vol. 

Analzyed 
(µl)

Abs [S=] 
µmoles

True [S=] 
µmoles

Percent 
Recovery QA Data

LCS r1 200 0.25449 1.135 0.980 115.8% RPD Intercept 0.0369
LCS r2 200 0.24769 1.099 0.980 112.2% 3.18% Slope 0.1917
ICV 600 0.58283 2.848 2.940 96.9%
ICV 400 0.42543 2.027 1.960 103.4%
CCV 600 0.59223 2.897 2.940 98.5%
CCV 600 0.59537 2.913 2.940 99.1%
CCV 400 0.42489 2.024 1.960 103.3%
CCV 400 0.42007 1.999 1.960 102.0%

Acid Volatile Sulfide (AVS)

AVS-SEM table 1 of 1


